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Report No.: SHC21031190-01RE Date: 2021-03-29 Page 2 of 2
Sample Description:  machine
1.Action position: 1m* Test chamber
2.Action time: 2h
3.Action carrier: Slide carrier
4, Test Result:
Average cfu of Average cfu of
Sterilization Sterilization
Test organisms Test group testing groups positive controls
3 . rate(%) logarithm(KL)
(cfu/piece) (cfu/piece)
1 <5 3.9%106 >99.99 >5.89
Staplylococcus aureus
2 <5 3.7x10° >99.99 >5.87
ATCC 6538
3 <3 4,1x108 >99.99 >5.91)
1 1.1x10? 9.5%103 99.99 394" N\ \
Candida albicans - = \
2 1.6%10* 1.1x10° 99.99 3.84
ATCC 10231 & J
3 1.4x10? 1.0x10° 99.99 3.85m¢ /

Report additional information:

L. This report replaces the report SHC21031190-01E issued by 2021-03-25 before, and hereby declares that the report
SHC21031190-01E is invalid.

Sample Photo

GERMO"

This photo is limited to ICAS used this report

***End of the report®**

SO AR A U AR 45 (13t ) AR i

. ICAS TESTING TECHNOLOGY SERVICE (SHANGHATD) CO., LTD

NCA 0570238

Hotiline:400-182-9001 Tel:0086 21-51682918 www.icas.org.cn Add:155 Pingbei Rd,Minhang District,Shanghai ;305 RIS 1552




